This paper proposes a new concept in force balance calibration.
Force Balance Background
The force balance is a complex structural spring element designed to deflect a specified amount under applied load. This deflection of the balance under load results in a change in strain within the flexural elements. Differential strain is measured with six Wheatstone bridges, each consisting of four foil resistive strain gages. Each bridge is designed to primarily respond to the application of one of the six components of load. The electrical response of these bridges is proportional to the applied load on the balance. This electrically measured strain, as a function of load, forms the basic concept of force balance measurements that has been generally used since the 1940s.
The balance flexural elements are optimized such that the magnitude of the strain response is approximately the same for the individual application of each component of load. The magnitude of the applied load in each component is not equivalent, and therefore the flexural elements do not have the same deflection in all axes. Typical balance load ratios of lift to drag are sixteen to one. These structural requirements dictate that the force balance must be carefully designed in American Institute of Aeronautics and Astronautics order to achieve an accurate measurement of axial force (drag) in the presence of a large normal force (lift). These high ratios of component load also create undesired cross-effects in the balance responses.
Ideally, each balance response signal would respond to its respective component of load, and it would have no response to other components of load. This is not entirely possible. The response of a particular balance channel to the application of other components of load is referred to as an interaction effect. Balance designs are optimized to minimize these interaction effects.
Ultimately, a mathematical model must correct for these unwanted interaction effects. A calibration experiment provides the data to derive an adequate mathematical model.
Force balances are the state-of-the-art instrument used for high-precision aerodynamic force measurements in wind tunnel testing. Over the past 60 years, there have been many improvements in the areas of balance structural design and analysis, fabrication techniques, strain sensor technology, data acquisition systems and automated calibration loading systems. Relatively little has changed in the area of force balance calibration methodology. The majority of developmental work in the area of calibration has been focused on automation of load application in order to minimize the calibration duration, and thereby provide an increase in calibration frequency. Regardless of the calibration loading mechanism, automated or manual, the experimental approach to the balance calibration has been the same and is detailed in the following section.
Balance Calibration Methodology
The balance calibration is the most critical phase in the overall production of a high quality force transducer. The goal of calibration is to derive a mathematical model that is used during wind tunnel testing of scaled aircraft models to estimate the aerodynamic loading. Furthermore, the accuracy of this model is also determined during the calibration experiment.
In general, force balance calibration consists of setting the independent variables and measuring the response of the dependent variables. The applied loads are the independent variables, and the electrical responses of the balance are the dependent variables. Current mathematical models are based on a polynomial equation where the balance response is a function of the independent variables. where k is the number of independent variables, x i is the i th independent variable, and β represents the coefficients in the mathematical model. The subscript notation of the coefficients is chosen so that each β coefficient can be easily identified with its corresponding x term(s). This model can be thought of as a Taylor's series approximation to a general function. Typically, the higher the degree of the approximating polynomial, the more closely the Taylor series expansion will approximate the true mathematical function. In the current LaRC calibration approach, a degree of two is used, and therefore a second-order model is generated. For balance calibration, k is equal to six, and the quadratic mathematical model for each response contains a total of 28 coefficients that consist of the intercept, 6 linear terms, 15 two-way interactions, and 6 pure quadratic terms.
The magnitude of loads set in the calibration experiment defines the inference space. The error in the prediction of the mathematical model is evaluated within this space. The inference space for LaRC calibrations is based on the plus and minus full-scale design loads of the balance. Current force balance calibration schedules increment one independent variable at a time. Each independent variable is incremented throughout its full-scale range. During this incrementing of the primary variable, all other variables are zero, or are held at a constant magnitude. This approach is referred to as one-factor-at-a-time (OFAT) experimentation.
All of the required set points of independent variables are grouped into a load schedule, or calibration design. Ordering of the points within the design is based on the efficiency of the load application system and the data analysis algorithm. For optimum design execution, efficiency is gained by the application of one load at a American Institute of Aeronautics and Astronautics time in incremental levels. Data analysis algorithms used to determine the balance calibration model often rely on a specific grouping of variable combinations. Single variable loading is used to calculate the main linear and quadratic effects. Constant auxiliary loads in combination with single incremented loads are performed in order to assess two-way interactions.
Calibration Systems
In order to set the independent variables of applied load, a system of hardware is required. The NASA LaRC manual calibration consists of a system of levels, free-hanging precision weights, bell cranks, and other mechanical components. After each loading the balance is re-leveled prior to taking data to assure that the applied loads are orthogonal with the balance coordinate system. This type of calibration system is referred to as a repositioning system. There are a total of 81 load sequences performed to calculate the calibration mathematical model coefficients. Each load sequence consists of four ascending increments and four descending increments providing a total of 729 data points. Also, four sequences of a multi-component proof-loading are performed to assess the quality of the math model.
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Manual dead weight balance calibration stands have been in use at LaRC since the 1940's. Figure 2 is a photograph of one of these systems. They have undergone continuous improvement in load application, leveling, and data acquisition. These manual systems are the "standard" that other balance calibration systems have been compared against. The simple, accurate methodologies produce high confidence results. The conventional method is generally accurate, but the process is quite complex and labor-intensive, requiring three to four weeks to complete each full calibration.
To ensure accuracy, gravity-based loading is utilized, however this often causes difficulty when applying loads in three simultaneous, orthogonal axes. A complex system of levers, bell-cranks, cables, and optical alignment devices must be used, introducing increased sources of systematic error, and significantly increasing the time and labor intensity required to complete the calibration. In recent years, automated balance calibration systems have been developed.
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In general, all automatic balance calibration systems are designed to simulate the manual calibration process. Unfortunately, the automation of this tedious manual process results in a complex mechanical system. Utilizing these automated systems, combined with an abbreviated manual calibration, can reduce the balance calibration time to approximately two days; however, these new automated systems have significant disadvantages.
The mechanical complexity of an automated system makes it quite expensive. As compared to manual systems, this complexity also tends to deteriorate the load application quality due to the added degrees of freedom that factor into the overall accuracy. Since overall system accuracy is based on the elemental accuracy of multiple high precision load cells and position sensors, any complex load introduces multiple sources of systematic error.
Furthermore, the calibration system accuracy is difficult to experimentally verify.
Automatic systems can theoretically compute their system accuracy 5 or they can infer system accuracy by comparing their calibrations of test balances with calibrations performed using a traditional manual loading system. A study was performed by LaRC to evaluate these automated systems. 6 One conclusion of this study was that a mixture of an abbreviated manual calibration and an automated calibration would be required in standard practice. The manual calibration, in its simplicity, inherently provides more confidence in the data collected. There are a number of disadvantages to the current calibration methodology and load application systems. In regard to methodology, the OFAT approach has been widely accepted because of its inherent simplicity and intuitive appeal to the balance engineer. Unfortunately, this approach provides no mechanism to defend against systematic errors, common to all calibration systems. These uncontrolled and undetected systematic errors are contradictory to the foundational premise of the OFAT methodology, that all other variables are held constant. The inability to defend against these errors, determine their magnitude and remove their influence on the model is a significant limitation. Also, the OFAT approach does not provide genuine replicates within the calibration, and therefore the repeatability of the measurement environment cannot be adequately separated from the quality of the math model. These data quality issues have been generally overlooked in the field of force balance calibration. Formal experimental design offers techniques to address these data quality issues as well as provide the balance engineer with new insights into force balance calibration. A development of these concepts as applied to balance calibration is provided in subsequent sections.
Load application systems, both manual and automated, also have disadvantages. The manual systems, although generally considered accurate, are slow and tedious and provide many opportunities for systematic error.
Automated systems that greatly reduce calibration time include additional sources of systematic error due to their mechanical complexity, and their expense makes them prohibitive for wide spread use. Both of these hardware systems were designed around the OFAT calibration design requirement to set independent variables one at a time and to obtain maximum efficiency of data collection.
A new comprehensive view to force balance calibration was required to address these limitations. This new approach should simultaneously address the data quality and productivity shortcomings of the current calibration systems.
Single-Vector Calibration System
An innovative approach to balance calibration has been proposed. This new calibration system integrates a unique load application system with formal experimental design methodology. The Single Vector Balance Calibration System (SVS) enables the complete calibration of a six component force balance with a single force vector. A primary advantage to this load application system is that it improves on the "trusted" aspects of current manual calibration system, and therefore provides high confidence in the results. Applying formal experimental design methodology to the balance calibration experiment has many features that enable higher quality mathematical models. It also provides new insight into calibration data regarding the adequacy of the math model, and the repeatability of the measurement environment. Moreover, formal experiment design techniques provide an objective means for the balance engineer to evaluate and report the results of a calibration experiment. The SVS improves data quality, while simultaneously improving productivity and reducing cost. A description of the load application system will now presented followed by a description of the application of formal experimental design methodology.
Single-Vector Load Application System
The objectives of the SVS are to provide a calibration system that enables the efficient execution of a formal experimental design, be relatively inexpensive to manufacture, require minimal time to operate, and provide a high level of accuracy in the setting of the independent variables. Photographs of the assembled system are provided in Figure 3 .
The individual hardware components of this system are critical to setting the independent variables rapidly and with high accuracy. The primary components include a non-metric positioning system, a multiple degree of freedom load positioning system, a three-axis orthogonal angular measurement system 7 , and calibrated weights. These components can be seen in Figure 3 . All of the system components including the data acquisition system are designed to meet or exceed the current requirements for the LaRC manual calibration system. The system features significantly fewer components then the LaRC manual system and therefore fewer sources of systematic error.
The system allows for single vector calibration, meaning that single, calibrated dead-weight loads are applied in the gravitational direction generating six component combinations of load relative to the coordinate system of the balance. By utilizing this single force vector, load application inaccuracies caused by the conventional requirement to generate multiple force vectors are fundamentally reduced. The angular manipulation of the balance, combined with the load point positioning system, allows the uni-American Institute of Aeronautics and Astronautics directional load to be used to produce three force vectors (normal force, axial force, side force) and three moment vectors (pitching moment, rolling moment, yawing moment), with respect to the balance moment center. The non-metric positioning system rotates the force balance being calibrated about three axes. The rotation angle of the balance coordinate system relative to the gravitational force vector is measured using the three-axis angle measurement system. A multiple degree of freedom load positioning system utilizes a novel system of bearings and knife-edge rocker guides to maintain the load orientation, regardless of the angular orientation of the balance. As a result, the use of a single calibration load reduces the set-up time for the multi-axis load combinations required to execute a formal experimental design. The application of all six components of force and moment on a balance with a single force vector poses a physics-based constraint that warrants a brief discussion in light of its impact on the development of the calibration design. Any system of forces and moments, however complex, may be reduced to an equivalent force-couple system acting at a given point. However, for a system of forces and moments to be reduced to a single resultant force vector acting at a point, the system must be able to be reduced to a resultant force vector and a resultant moment vector that are mutually perpendicular. 8 Therefore, an infinite number of combinations of the six components can be loaded with a single force vector, but any arbitrary combination of forces and moments cannot. Figure 4 provides the LaRC force balance coordinate system used for the following derivation of the governing equations. The perpendicular relationship can be expressed as the dot product of the resultant force vector and the resultant moment vector. By, setting the cosine of the angle between the two vectors equal to zero, the following relationship can be derived. 
This governing equation constrains the relative direction and magnitude of each of the six components of load applied to a balance with a single force vector. It also introduces a co-linearity between the three products of Equation 2. The implications of this colinearity are discussed later in this paper.
Furthermore, if the system of forces and moments can be reduced to a single force vector, then there are an infinite number of points in which that resultant force vector can be loaded to generate the desired moments.
The following equation governs the location of the point in which the forces can be loaded to generate the desired moments.
where, x , y, and z are the linear distances from the balance moment center.
The three balance force components are a function of the applied load and the angular orientation of the balance in three-dimensional space. To generate a desired combination of the three forces, the balance is manipulated to a prescribed angular orientation using the non-metric positioning system, and the orientation of the balance is precisely measured on the metric end using the angle measurement system. This angle measurement system provides the components of the gravitational vector projected onto the three-axes of the balance coordinate system. The magnitude of the applied load is known based on the use of calibrated dead-weights. Combining the measured gravitational components on the balance axes and the known deadweight enables the determination of the three force components.
The three balance moment components are a function of the three force vectors and the position of the point of load application in three-dimensional space relative to the balance moment center. The balance moment center is a defined location in the balance coordinate system that serves as a reference point in which the moment components are described. The point of load application is set using the multiple degree-of-freedom load positioning system. This system defines the x, y, and z distances from the balance moment center to the point of load application. Due to the degrees of freedom in the load positioning system, the point of load application is independent of the angular orientation of the balance. Stated another way, when the balance is manipulated in three-dimensional space, the point of load application remains constant.
The SVS achieves the objectives of rapid and accurate setting of the independent variables. Even though this load application system would greatly enhance the execution of the current OFAT design, it is particularly well suited to meet the requirements for the execution of a formal experimental design. American Institute of Aeronautics and Astronautics
Formal Experimental Design Applied to Balance Calibration
LaRC has been conducting research in a "modern design of experiments" (MDOE) approach to force balance calibration. Force balance calibration is an experiment in which independent variables (applied loads) are set and dependent variables (balance electrical responses) are measured. A six dimensional response surface that models the electrical responses as a function of applied load is desired. Formal experimental design techniques provide an integrated view to the force balance calibration process. This scientific approach applies to all three major aspects of an experiment; the design of the experiment, the execution of the experiment, and the statistical analyses of the data.
Formal experimental design has been applied to wind tunnel testing at NASA LaRC since January 1997. 9 The application of formal experiment design to balance calibration was first considered in 1980 at NASA LaRC. 10 A classical quadratic experimental design was conducted in 1980, and the results appeared promising. However, due to the complex load application requirements of an MDOE design, this effort was considered not to be feasible for general application, and the idea remained dormant for nearly two decades. Then, the single-vector calibration method was conceived to provide an efficient means to execute a formal experimental design.
To satisfy the requirements of this unique load application system, a custom MDOE calibration design was developed.
An MDOE approach deviates from the current trend of collecting massive data volume, by specifying ample data to meet requirements quantified in the design without prescribing volumes of data far in excess of this minimum. The goal is to efficiently achieve the primary objective of the calibration experiment; namely the determination of an accurate mathematical model to estimate the aerodynamic loads from measured balance responses.
Modern Design of Experiments Fundamentals
The three fundamental quality-assurance principles of MDOE are randomization, blocking, and replication. 11 Randomization of point ordering ensures that a given balance load is just as likely to be applied early as late. If sample means are stable, the point ordering does not matter. However, if some systematic variation (instrumentation drift, temperature effects, operator fatigue, etc) causes earlier measurements to be biased low and later measurements to be biased high then randomization converts such unseen systematic errors to an additional component of simple random error. Random error is easy to detect and also easy to correct by replication and other means. Randomization of point ordering also increases the statistical independence of each data point in the design. This statistical independence is often assumed to exist in the current methods of balance calibration, but systematic variation can cause measurement errors to be correlated and therefore not independent of each other, as required for standard precision interval computations and other common variance estimates to be valid. Even relatively mild correlation can corrupt variance estimates substantially, introducing significant errors into estimates of "95% confidence intervals" and other such quality metrics.
Blocking entails organizing the design into relatively short blocks of time within which the randomization of point ordering ensures stable sample means and statistical independence of measurements. While randomization defends against systematic within-block variation, substantial between-block systematic variation is also possible. For example, calibrations spanning days or weeks might involve different operators, who each use slightly different techniques, or possess somewhat different skill levels. By blocking the design, it is possible in the analysis to remove these between-block components of what would otherwise be unexplained variance.
Replication causes random errors to cancel. This includes otherwise undetectable systematic variation that is converted to random error by randomizing the point order of the loading schedule. Replication also facilitates unbiased estimates of what is called "pure error" -the error component due to ordinary chance variations in the data. These pure-error estimates are critical to evaluating the quality of the calibration model by permitting the fit of the model to the data to be assessed objectively.
Pure-error estimates make it possible to separate unexplained variance into lack-of-fit and pure-error components. The basis of investigating higher order math models is that the lack-of-fit component is significant in current quadratic models, meaning large compared to the pure-error component. If the lack-offit is significant, then higher order models can be used to improve balance load estimation quality. If the lackof-fit is not significant, then adding additional terms to the math model is not justified. American Institute of Aeronautics and Astronautics
The volume of data required in an MDOE calibration design depends on three primary parameters: 1) the repeatability of the measurement environment, 2) the precision requirement, and 3) the inference error risk. The repeatability of the measurement environment is a function of how repeatable the independent variables can be set, and the balance responses can be measured. The precision requirement is commonly thought of as the required balance accuracy, or the desired quality of the prediction from the math model. Inference error risk refers to the probability that the application of the derived mathematical model used to predict a response would produce a result outside of the precision requirement. Combining these parameters with the form of the mathematical model and the constraints involved in the execution of the design provide the experiment designer with the necessary information to define the data volume required for an adequate design.
Prior to the execution of the design, the quality of the design is evaluated. The goal of this evaluation is to verify the adequacy of the design to estimate all of the required coefficients in the proposed math model. This phase does not require experimental data; rather it is an evaluation of the design itself. There are a number of measures that provide insight into the design that include the distribution of unit standard error, and the computation of variance inflation factors that are a measure of co-linearity between the terms in the model.
The analysis of the data obtained from an MDOE design is quite different from current balance data processing. This analysis of the data involves statistical tools, used in tandem, with the experience of the balance engineer to objectively determine the calibration coefficients. The number of terms in the model is minimized by eliminating those with coefficients that are too small to resolve with a sufficiently high level of confidence. Minimizing the number of terms in the model lowers the average variance, because each coefficient carries some uncertainty.
Also, the total unexplained variance is partitioned into the pure-error and lack-of-fit components. It is generally agreed that we cannot fit the data with a model better than we can repeat the experimental data. An analysis of unexplained variance provides a method to make objective judgements about the adequacy of the model and the potential for improving the model with higher order terms. This is merely a sampling of the full "toolbox" of statistical analysis and diagnostic techniques that can be applied to the data obtained from an MDOE design. It is important to note that the application of these techniques is tied directly to the manner in which the experiment is performed. With such procedures as randomization and blocking, these techniques produce high-quality results that defend against the kinds of systematic variations that are common in long-duration experiments such as a balance calibration. Many of these analysis techniques are demonstrated later in the analyses of data section in this paper.
Development of the Single-Vector Calibration Design
The generation of the experimental design for the single vector system proved challenging due to the unique physics-based constraint imposed on the set point combinations. An orthogonally blocked third order experiment design was required for six independent variables (NF, AF, PM, RM, YM, SF) that could be used to determine force balance calibration mathematical models for each response. The experiment design contains four blocks of thirty-one points each. It features sufficient degrees of freedom to partition the total residual mean square error into pure-error and lack-of-fit error components. All points within the design satisfy the physics-based loading constraint. Furthermore, the third order portion of the design can be performed sequentially after the second order portion. This allows the second order model to be determined and then a decision made about the necessity of higher order terms.
A literature search was performed to determine the state-of-the-art in third order designs. There was a modestly large amount of literature describing third order designs. However, the references in the literature for six variable designs are a little more modest. In order to satisfy the physics-based constraint, to make the force and moment vectors orthogonal to one another, there were no references found.
The approach taken was to generate the design in two different parts, treating the moment and force vectors separately. Focussing on the three moment vector variables a central composite design was generated in the moment vector variables. For each point in the moment vector design, there are two dimensions in the force vector variables that are orthogonal to the moment vector (that is, there is a two-dimensional space orthogonal to every vector in three dimensions). Then a central composite design was generated in the two orthogonal dimensions for each point in the moment vector variable design. This process was then repeated in the force vector variables. American Institute of Aeronautics and Astronautics Following the procedure described above generates 112 points in the quadratic design. For symmetry, the same process is carried out interchanging RM,PM,YM and AF,SF,NF to generate an additional 112 points for a total of 224 points in the cubic design. It is desirable to execute the calibration experiment sequentially. That is, a quadratic design can be executed first followed by the remaining points of a cubic design if a lack-of-fit test indicates that a third order model is necessary. An approach that can be taken in generating a sequential design is to assign the factorial portion of the design to the quadratic portion of the model and the axial points to the cubic portion. The points in the first four blocks contain the quadratic portion of the design and the remaining four blocks can be added to allow estimation of the cubic terms.
The design above was generated subject to the physicsbased constraint in Equation 2. This is a constraint in the cross-product terms, so only two of the three crossproduct terms in the constraint equation can be estimated at one time. One regression degree of freedom is lost due to this constraint in a quadratic model. This constraint equation can be multiplied by any of the six variables. For example, multiply it by AF produces the equation below.
Only two of the three third order terms can be estimated at one time. That happens similarly for the other five variables, and a total of six of the third order parameters cannot be estimated.
The loss of the single degree of freedom in the quadratic design and six additional degrees of freedom in the cubic design only poses a problem if all of these coefficients are significant in the model. In other words, for the quadratic model, if at least one of the three two-way interaction terms in Equation 2 is equal to zero, then all of the significant model coefficients can be estimated. In the experimental testing to date, this has been the case. For the case of all three interactions being significant to the model, a generalized solution approach was required. Two different approaches have been derived. First, an additional hardware application sub-system was devised that allows for the setting of specific combinations of independent variables that deviate from the constraint imposed by Equation 2. This is not considered the optimum approach since it deteriorates the simplicity of the SVS. Alternatively, an iterative approach to estimating the model coefficients based on all possible permutations of selecting two of the three cross-product interactions at one time can also be employed. The model coefficients can be estimated based on setting one of the three interactions to zero. Using this approach provides two estimates of each of three interactions in the quadratic model. The balance engineer can then decide which combination of these interactions provides the most useful model. Using one of these two approaches will enable the estimation of all significant quadratic and cubic interactions without the limitation caused by Equation 2.
The quadratic design for the balance used in the experimental testing is provided in Table I . The design is listed in standard order, but was executed based on a randomization of the points within each of the four orthogonal blocks.
A common visualization scheme used in the review of balance calibration designs is based on plotting all possible two variable combinations. For a six component balance, this requires 15 plots. The LaRC OFAT 729-point design and the MDOE 124-point design are plotted using this technique in Figure 5 and 6, respectively. These plots contain the values of the actual set points of the independent variables. It is obvious from these plots that the MDOE 124-point is better distributed and more symmetric than the OFAT 729-point design.
There are two significant aspects of the MDOE 124-point design that can not be seen using this plotting method. First, a comparison of the point ordering cannot be seen. The MDOE 124-point design randomly samples these variable combinations within a block as previously described. The OFAT 729-point design methodically moves along the series of points on these plots. Second, the MDOE 124-point is actually distributed in six dimensional space which makes visualization difficult. This six dimensional distribution can be seen in Table I , which consists of many multiple component combinations in contrast to the OFAT 729-point design, which consists primarily of one and two component combinations. American Institute of Aeronautics and Astronautics (a) Blocks one and two of the design. In the event that the loss in regression degrees of freedom results in an inadequate model, as previously discussed, an augmented design was created. This augmented design adds twelve additional points to the original design. In order to set these variable combinations during the experiment, an additional load application system was devised that allows for the application of a co-linear resultant force and moment vector. This load application system utilizes a novel system of permanent magnets arranged in a repelling orientation to generate a non-contact force vector that is perpendicular to the gravitational force vector.
A summary of the augmented design for the quadratic model is provided in Table III . A sequence of experimental tests was performed to compare the SVS to the LaRC manual calibration system. The goals of these tests were to verify the performance of the SVS and to compare the mathematical model derived from the MDOE based design to the OFAT design. The preparation of the test balance and LaRC standard calibration is described followed by a presentation of the experimental testing of the SVS. This is followed by analyses of the data from these two methodologies.
Experimental Apparatus
The balance selected for the experimental testing was the NTF-107. The NTF-107 is a state-of-the-art six component balance of monolithic construction. The full-scale load range of the balance is provided in Table  IV . The balance was refurbished prior to testing to ensure that its performance would not be questionable during the series of experiments performed. This included a refurbishment of the mechanical interfaces and the installation of new instrumentation. Balance stability and repeatability were considered vital to the comparison, since the testing took place over an eightmonth period. This particular balance was chosen due to its availability and load range, which were compatible with the testing schedule and load application system design.
A LaRC manual calibration was performed on the NTF-107 in March 2000. This was a full calibration that included all 729 data points in the OFAT calibration design as well as proof load sequences. The calibration required three weeks to perform. This manual calibration was considered the baseline for comparison to the SVS. Figure 2 is a photograph of the experimental setup for the LaRC manual calibration. The NTF-107 was then calibrated using the SVS in November 2000. Three calibrations were performed and two different calibration designs were evaluated. The results presented in this paper are from the MDOE 124-point quadratic design that has been previously presented. The points within each of the four blocks were randomized to ensure statistical independence. Each of the four orthogonal blocks required approximately four hours to complete. Prior to the execution of the design, a tare sequence consisting of 20 data points was performed. Using a math model derived from this tare sequence eliminates the need to reposition the balance at each data point. The SVS American Institute of Aeronautics and Astronautics calibration required a total of three days to complete. The SVS experimental apparatus are shown in Figure 3 .
Analyses of the data
The use of formal experimental design methodology enables the application of numerous analyses and diagnostics that have not been utilized for the review of balance calibration data. Many of these analysis techniques are valid only because of the way in which the experiment was conducted. This makes it difficult to directly compare the results from the OFAT calibration to the MDOE calibration. Also, these new analyses are probably unfamiliar to those within the balance community. Therefore, a mixture of conventional calibration reporting methods and the MDOE methods will be presented. Conventional OFAT calibration results include a comparison of the math model coefficients, plots of the residual errors versus data point in the design, and a two-sigma estimate of the residual errors.
There are many sophisticated methods of analyzing the calibration data from the MDOE design. It is not within the scope of this paper to present all of the possible analyses that are available. Rather, selections have been made that will highlight the new types of insight that can be provided to the balance engineer. These examples include the determination of the minimum number of model coefficients and an analysis of the unexplained variance.
Conventional OFAT experiment analyses
This section provides the results from the SVS, using conventional reporting methods. The coefficients that are generated by the mathematical model are not merely numerical values; they have a physical meaning. Experienced balance engineers not only review the mathematical model from the viewpoint of curve fitting, but also from the perspective of the physics behind the balance response. This knowledge of the balance construction and physical performance is invaluable in reviewing the math model. LaRC force balances are of similar physical construction and have typical interaction patterns that are expected. Model coefficients are typically expressed as a percent of full-scale effect. This enables them to be reviewed based on their relative magnitude to each other. Figure 7 illustrates all of the coefficients from the quadratic model for each balance response. There are 26 coefficients per component displayed on each plot. The main effect, or sensitivity coefficient, is provided in Table V and the intercepts are not shown. It can be seen that the coefficients derived from the MDOE calibration match closely with those from the OFAT calibration.
Table V reveals that the coefficients from the LaRC manual calibration are consistently higher than the coefficients from the SVS calibration. This difference was investigated by performing a simple load sequence using the LaRC manual calibration hardware with the balance connected to the SVS data acquisition system. Then, the same load sequence was performed using the SVS. The sensitivity coefficients derived from these load sequences agreed within 0.01% of full-scale response. This agreement, on the order of the resolution, eliminates the load apparatus as the source of the difference in the sensitivity coefficients. At this time, it is suspected that instrumentation differences between the data acquisition systems that were used for the two calibrations are the source of the discrepancy.
At the resolution of Figure 7 , it is difficult to discern the minor differences important to the level of precision obtained from force balance measurements. Therefore, Figure 8 depicts the difference between the coefficients. The largest differences on these plots involve the PM term on the YM response, and the NF term on the SF response, and are less than 0.20% of the full-scale response. This difference is most likely due to different level reference surfaces used during the LaRC manual calibration. During the LaRC manual calibration, five different reference surfaces are used to define the balance coordinate system. In the SVS, a single reference surface is used, and the definition of the orthogonal axes is contained within the angle measurement device. The magnitude of these two terms on Figure 7 reveals that the SVS coefficients are smaller. A coefficient of zero would be theoretically predicted based on the balance design, and this would tend to point to the smaller coefficient as being correct. This qualitative analysis cannot be confirmed unless a detailed mechanical inspection is performed. A common plotting scheme that is used to review the quality of the fit of the math model is provided in Figures 9 and 10 for the OFAT 729-point and the MDOE 124-point designs. These plots illustrate the total residual error expressed as a percent of full-scale load for each balance response. It is important to remember that the MDOE 124-point design involves numerous multiple component combinations as compared to the OFAT 729-point design. Typically, the residual errors become considerably larger when the math model derived from the OFAT 729-point design is applied to multiple component combinations. One of the factors that cause this situation is the difficulty in applying orthogonal force vectors with the LaRC manual system, as previously discussed.
Another factor is that the model coefficients are not derived from data that contains multiple component combinations. The OFAT design contains primarily one and two component combinations. We know that the "real" balance calibration model is not quadratic, it is approximated as a quadratic polynomial. Significant higher order terms are believed to exist, and their effects must be absorbed into the available lower order terms in the model. This is not necessarily desirable, but it is required to obtain the best possible model of a specified degree. A technique is available to determine which higher order terms are absorbed into which lower order terms. It involves the computation of the alias matrix 1 and provides excellent insight into this phenomena. It is not within the scope of this paper to provide the results from the alias matrix, simply to point out that a method exists to investigate the design for alias effects. The calibration design must provide combinations of the independent variables that include these higher order terms for their effects to be absorbed into the lower order terms. The MDOE design includes these combinations, and therefore the fit of the model on these multiple component combinations is better. It is also important to note that multiple component combinations are more commonly encountered in the wind tunnel use of the force balance, and this is another benefit of providing them in the calibration design.
A comparison of the two-sigma values for the total residual errors from the two calibration systems is provided in Table VI . This is typically referred to as the balance accuracy, but the potential errors in this calculation due to the lack of statistical independence of the data points within the LaRC OFAT design have been discussed. From this table, the high quality of this particular test balance is apparent since all of the values are less than or equal to 0.10% of full-scale load. These values also compare well between the two calibration systems. To put the resolution of these values in perspective, the weights used during the calibration experiments are accurate to within 0.01% of full-scale magnitude. This means that simply using different physical weights during a single calibration could cause differences on the order of 0.01% of full-scale magnitude.
MDOE experiment analyses
As previously stated, the smallest model with the fewest parameters is desired since each coefficient carries its own uncertainty. The objectives for the determination of the model coefficients are to provide a mathematical model that has insignificant lack-of-fit and meets the precision requirement. An analysis of variance (ANOVA) was performed to achieve these objectives. One aspect of the ANOVA is a systematic method to determine the statistical significance of each model coefficient (parameter). Table VII contains a portion of the data from the ANOVA of the normal force response. In this table, all possible quadratic model terms are provided except the cross product of axial times roll. Due to the physics-based constraint previously discussed, only twenty-six terms can be modeled simultaneously. It was determined that axial times roll had the least significant effect on the normal response from the three cross products in Equation 2, and therefore it was eliminated first. This set of data is used as an example of how a determination is made on which terms to retain in the model. The same procedure applies to the other five response variables. American Institute of Aeronautics and Astronautics In the left most column is the source of variance. The sources of variance in this table include the explained variance (model terms and block effects) and the unexplained variance (lack-of-fit and pure-error). The second column contains the number of degrees of freedom (DF) used to estimate the variance from each source. In the third column the variance, or mean square error (MSE), of each model coefficient is provided in units of microvolts per volt quotient squared. The fourth column contains the F-value, which is equal to the ratio of the variance of each coefficient divided by the residual variance. The rightmost column contains the probability that an F-value this large, with the associated degrees of freedom, could have occurred due to chance variations in the data (experimental noise). The smaller this probability, the more confidence that we have that the model coefficient is non-zero. For example, probability values of less than 0.05 suggest less than a 5% probability of a chance occurrence due to noise resulted in this regression coefficient. Stated another way, it is the probability of getting an F-value of this size if the term did not have an effect on the response. If this probability is less than a threshold value then the coefficient is considered significant and is retained in the model. Note the large F-value and associated low probability of the N term on the normal force response. This is expected since it represents the sensitivity of that particular component and there is a strong correlation between the application of normal force and the associated normal force response. The threshold probability value used for this experiment was 0.05. This means that there must be greater than a 95% probability that a coefficient is nonzero in order to retain it in the model. All coefficients that were below this probability were removed and the reduced model is shown in Table VIII . It is the goal of this phase to minimize the number of coefficients in the model, because each coefficient carries its own uncertainty. Once the model has been determined, then an analysis of the unexplained variance can be performed. An analysis of the unexplained variance was performed in order to partition it into two components, lack-of-fit and pure-error. Typically, in the field of balance calibration, the accuracy is based on the standard deviation of the residual errors obtained by computing the difference between the actual values and the model predicted values. This is normally expressed as two times the standard deviation providing a 95% confidence interval. As previously mentioned, the assumption of statistical independence of the data points from an OFAT calibration is not valid. Even relatively mild correlation can corrupt variance estimates substantially, introducing significant errors into estimates of 95% confidence intervals. More importantly, the total residual error includes two distinct components, lack-of-fit and pure-error. The lack-of-fit relates to the ability of the math model to capture the response of the balance electrical signals as a function of the independent variables. The pure-error is a function of the repeatability of the measurement environment. This includes factors such as the hardware used to set the independent variables, the data acquisition system, the balance instrumentation, the quality of the mechanical interfaces, and the thermal stability of the calibration laboratory. For the purpose of this analysis, the repeatability of the calibration system and the balance will not be separated. We also know that we can not fit the data better than we can repeat the data. MDOE provides a technique to separate the lack-of-fit and pure-error components of the unexplained variance.
The pure-error component is computed from the genuine replicates that are performed throughout the calibration experiment. In the case of the MDOE 124-point design, there were three replicates per block, totaling twelve replicates in four blocks. Subtracting the mean value of each block from these replicates provides eight degrees of freedom (DF) to estimate the pure-error. 
Once the pure-error is known, its contribution to the total residual can be determined. This computation involves subtracting the SS of the pure-error from the SS of the total residual as shown in Equation 6 .
SS SS SS
lack of fit total residual pure error = −
The MSE of all three quantities (total residual, lack-offit, and pure-error) can then be computed using the associated degrees of freedom (DF) and the SS according to Equation 5 . The ratio of the MSE of the lack-of-fit divided by the MSE of the pure-error forms the F-value as shown below.
F MSE

MSE
value lack of fit pure error =
This F-value is compared against a critical value of the F-distribution that depends on the degrees of freedom for both lack-of-fit and pure-error and the specified significance of the test, 0.01 in our case. This 0.01 significance level means that if our measured F-statistic exceeds the critical F-value, we can reject the null hypothesis with 99% confidence. The null hypothesis in this case is as follows: Ho: The variance of the lackof-fit is not significant relative to the variance of the pure-error. If the F-value is greater than the critical Fvalue then the null hypothesis can be rejected. In this case, it can be stated that we have 99% confidence that the lack-of-fit is significant. On the other hand, if the F-value is smaller then the critical F-value, then we would not reject the null hypothesis, concluding that we are unable to detect significant lack-of-fit with our required 99% level of confidence. This F-test procedure provides an objective method for determining whether or not the model has significant lack-of-fit. Significant lack-of-fit means that the calibration response function does not adequately represent the data upon which it is based.
A summary of the results of the above analysis is provided in Table IX. This table includes 
The repeatability of the measurement environment can readily be determined from the sigma row of the pureerror section. For example, the standard deviation of the pure-error for the normal force response is 0.23 American Institute of Aeronautics and Astronautics microvolts per volt. Comparing this to the full-scale response (maximum response) of normal force provides a repeatability of 0.014% of full-scale. This repeatability of 1.4 parts per 10,000 reveals the highprecision of the force balance and calibration system involved in this experiment.
Insight is also provided by the results of the lack-of-fit test. For example, the normal force response does not indicate significant lack-of-fit. This means that adding higher-order coefficients to model the normal force response would not be justified, because the model currently fits within the experimental error of the measurements. Adding higher-order terms would only attempt to fit noise, which is undesirable for a useful model. In classical balance modeling, higher-order models or models with more coefficients have been used to reduce the total residual error without consideration to their justification. It is true that the more terms that are added to the model, the lower the residual error, but what we desire is a model that adequately represents the response of the balance, not the noise. Conversely, the lack-of-fit is considered significant on the rolling moment response, and therefore a higher-order model could be used to provide a better fit.
It is important to realize that the lack-of-fit test is relative to the pure-error. In the limit, as the pure-error goes to zero, the lack-of-fit F-value goes to infinity. The decision to use a higher-order model is also tied to the end use of the force balance. The real question in the application of the force balance to wind tunnel testing is whether the prediction quality (precision requirement) and prediction risk (inference error risk) are sufficient to estimate the aerodynamic performance coefficients on a scaled wind tunnel model.
In order to make this determination, the precision requirement and the inference error risk must be known. Currently at LaRC, a force transducer is considered to be of the highest attainable quality, if the precision is less than 0.10% of full-scale with a 99.15% probability that any one component is within the precision requirement, meaning that there is no less than a 95% probability that all six components are simultaneously within the precision requirement. The balance engineer must make a decision on the need for higher order models based on the aerodynamic load prediction requirements, not just on the pursuit of providing zero error in the balance measurement. Further research in the refinement of the SVS is actively progressing at NASA LaRC. Refinements to the hardware system include a higher load range system and automation. It is believed at this time that four systems will be required to span the range of LaRC balances, from ten pounds to ten thousand pounds of normal force. Automation of the system has been considered in the areas of non-metric positioning, load point positioning, and load application. Maintaining the accuracy in the setting of the independent variables will be paramount in all design decisions with regard to automation. An automated system could reduce calibration to hours, instead of days. It would also provide the ability to perform repeated calibrations and enable the application of statistical process control methods.
MDOE research efforts include higher-order models, and calibration at temperature. MDOE provides a systematic method for research into better mathematical models. A cubic design has been generated and it is planned to be executed on the test balance. It is common practice to include partitioned quadratic coefficients in a balance math model to improve troublesome coefficient fits. These partitioned quadratic coefficients, often referred to as split terms, are more likely higher order terms, such as cubic. A complete cubic model including pure cubic, quadratic times linear, and all possible three-way interactions will provide a more robust means to handle these higherorder terms.
It is generally known that balance calibration models are a function of temperature. At the present time, all LaRC complete balance calibrations are performed at room temperature (70 degrees Fahrenheit). Few balances operate at room temperature in the wind tunnel environment. An abbreviated OFAT sequence of loads is performed at elevated (170 degrees Fahrenheit) or cryogenic (-290 degrees Fahrenheit) temperature depending on the facility in which the balance will be used. The results of the abbreviated temperature loads are difficult to interpret due to the inability to separate the repeatability of the measurement environment from the actual thermal effects. A calibration design that incorporates balance temperature as an independent variable would provide thermally compensated calibration models.
Concluding Remarks
The experimental results from the Single-Vector Balance Calibration System have provided a proof-ofconcept. This new integrated hardware system and calibration design optimizes the calibration process. The benefits of this system and the application of MDOE to balance calibration have been presented. The SVS addresses the productivity limitations of current force balance calibration systems while simultaneously improving the data quality. With the application of MDOE, significantly fewer data points were generated, but the quality of the information that was obtained is higher. The experimental results illustrate that a complete six component calibration can be performed on the present SVS in three-days with nearly an order of magnitude reduction in the number of data points. Formal experimental design techniques provide objective methods to review and report the results of the calibration experiment. They also provide new insights into force balance calibration that has not been available with OFAT calibration experiments.
The SVS provides a significant advancement in force balance calibration technology. The insights that it provides will aide in the advancement of other areas of force balance design and production. Ultimately, the benefit to the research community will be an increased accuracy of force and moment measurement during wind tunnel testing.
